MISSOUR] DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

RREATH ALCOHOL PROGRAM [gECEIVED L
DATAMASTER MAINTENANCE REPORT y Carol Day at 8:20 am, Oct 03, 2013 |1

Complete this report at the lime of the regular monthly prevenlive maintenance check {not to exceed 35 days).
Complete this report whenever the instrument is serviced or repaired and whenever Itis placed into sefvice.
Retain the original and send a copy wilhin 15 days to the Breath Alcohol Program, DHSS.

DATAMASTER SN HAME GF AGENCY
201302 ST, JOSEPH POLICE DEPARTMENT 10/02/2013
LOGATION OF INSTRUMENT (STREEY AND GITY) TIME OF INSPECTION

501 FARAON ST.JOSEPH, MO 1820
CHECKLIST: Place a mark in the box by each ilem if found to be satisfactory or if operating within established limits. (Write in observed values

where determined.) Unmarked items must be corrected before using instrument.

DATE OF INSPEGTION

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME {from printout) 10/02/2013 1820
COMPUTER X peTECTOR
X proGRAM B FiTERS
HEATERS SAMPLE CHAMBER 42 06 QUARTZSTANDARD
FLOW DETEGTOR CALIBRATION
PUMP HIGH SPEED B4 PRINTER
DX INDICATOR LIGHTS
SIMULATOR SOLUTION SUPPLIER REP CO MARKETING LoT # 12001 . EXRDATE 04/02/2014
oc SIMULATOR SN SD2278 EXP. DATE 12/17/2013

SIMULATOR TEMP (34C ¢ 0.2'C) 340

E CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three fests must be within £5% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution peing used. (PRINTOUT ATTACHED)

<1 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
| 0.080% STANDARD - MUST READ BETWEEN 0,076% AND 0.084% INCLUSIVE
| | 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 2 -

TEST 3 099

TEST 1~ 099 099

PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

{0-.04) i ! {.05-.09) 6 (-10-14) 5 {.15-.09) 5 ‘ {OVER .19} i
i OR WODIFICATION THAT WAS MADE T0 RESTORE THE INSTRUMENT TO OPERATE SATISFAGTORILY AND WITHIN ESTABLISHED LiMITS

REFUSALS 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERAT
{USE OTHER SIDE IF NECESSARY).

INSPECTING OFFICER 0 fhmih L i e e R R R
PRINT FULL NAME

SIGHATURE
/ 7 ROBERT PAUL
TYPEN PfRMIT HUMBER/EXPIRATION DATE JELEPHONE NHUMBER
220044 02/09/14 816-271-4717
RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Department of Heatth and Sentor Services, Southeast District Office

2875 James Blvd,
Poplar Biuff, MO 63901

MO 680-1468 {2-08} AN EQUAL OPPORTUIITYIAFFIRMATIVE AGTION EMPLOYER
seniees provided en a rondiscr{matony basls

LAg-118




RuerCo MArEETING INC. Done # 07586

3101-188 STONYRROOIC DRIVE
_AALEIGH,N.C. 27604
ata-afa.s480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Markeiing, Inc.

LOT NUMBER: 12001
.EXPIRATION DATE: Apxil2,2014 at 11:59 paa.

 RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured, tested and supplied Lot
Number 12001 of Alcohol Cextified Solution for simulators. Random
sampies of said lot number were analyzed by an independent laboratory
utilizing a gas chromatograph and found to contain _ 1265 gms/dl +-

003 gms/dl wi/vol ethanol (95% Confidence).
The alcohol and disiitled water used in the solution. were fornd to be

free of any interferring substance.
This solution will produce a vapor alcokol value of Iﬂl} - +£-3%

oms/2 101 Breath when heated to 34 Degrees Celsius +/-0.2 Dggrees Cg:lsrus

in a simulator (95% Confidence).
The date of manufacture for this lot numbar is Apnl 3 2912,

The expiration date for this lot number is __April 2, 2014

at 11:59 pan.
This document is a true representation of the original Certificate of

Amnalysis.

Cecil B. Garner, President
RepCo Matketing, Inc.

Form RM 02



FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster
Evidencg Ticket

STATE OF MISSOURI
ET.JOSEFH POLICE TEPARTHENT

BAC DATAMASTER SERIAL HUMRER 281382
10-62-13

ARREST TIME: Gl:ga
SUBJECT HAME:
SMITH-JOHN
OB @1-83-4% SEX: W
STATE/D.L.® MO-123458755
ARRESTIMNG OFFICER:
PAUL /ROBERT
OFFICER 1,D.: 5444
TESTIMG OFFICER:
PAUL-ROBERT
OFFICER I.D.! 5444
PERMIT MUMBER: SzG8d4
ESPIRATION IRTE: B2-09714
MISCELLANEOUE DATH:

~~~ BREATH BHALYZIS =
T BLAMK TEST . 63 1829

IHTERMAL STANDARD - MERIFIER  18:29
RRDIO INTERFEREMCE

OPERATOR SIGNATURE

Card Stock No.
60021 REGADER ALL SUPPLIES FROM N.PAS.
P.0. BOX 1435, MANSFIELD, OH 44901



ACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DatalMaster
Evidence Ticket

STATE OF MISSOURY
T JOZEFH POLICE LEPARTHMENT

BRC DATAMASTER SERIAL HUMEBER ~eizes
18-82-13

EETIMG OFFITER:
FPAUL-ROBERT ~L

FRICER [.7.: Sd44

ERMIT MUMBER: 22bad4

WRIRATION DATE: B2sg9s 14

ITSCELLANEOUS DATA:

~~~ ZUPERYISOR MODE ——-

LANK TEST » BEE ifipd
HTERMRL STAMDARL YERIFIED  {8:24
ATERMAL STAMDARD - .B97 E1gd
SARRTEST « FtiE 18:25
ARTERNAL STAMDIARD oD 1B385
JIE TERT . « BAE iBios
STERNAL. STAMHVARD 59 1886
MK TEST - (36 187

SIGNATURE

| FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

STHTE OF MISSOURI
ET.JNSEFH POLICE DEPARTHENT

BAC DATAMASTER SERIAL HUMBER 281360
{BB2 1%
184
e NIAGHOSTIC CHERK ——m
COMPUTER: OKAY

PROGRAM (B4-87-260%5:  OkAY

HEATERS
SHMPLE CHAMBER: 495
FLOW DETECTOR: OKAY
PUNF
HIGH SFEET: DKAY
DETECTOR: oAy
1 FILTERS OKAY
BUARTZ STANDART: OKAY
CALYBRAT LM KAy

PRIMTER TEET
PURERE o dy — ARIE3ASSFEN § {=>TRABCDEFG
HIJKLINOPERSTUMMEYZ DN abedefabd jk Lo
pobe tuvEged | By

(PERATOR SIGNATURE

L

REORDER ALL SUPPLIES FROM NPAS.
PO, BOX 1435, MANSFIELD, OH 4400+

Card Stock No.
€002 RECRDER ALL SUPPLIES FROM NEAS.
P0.BOX 1435, MANSFIELD, OH 44301



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE I

ROBERT L PAUL

is hereby authorized to Instruct and supervise operators, train Instructors, inspect,
calibrate, perform fleld repairs, and operate the following breath anatyzer(s):

DATAMASTER

for ihe determination of the alcohollc content of blood from a sample of expired (alveolar)
air. Issued under the provisions of sectlons 577.020 throunh 577.041, R8Mo 1986,

02/09/2012 L s

Dale
Dlreotor of State Publio Heaith Laboratory

Number 220044 %ﬁm“?{f%&%

' bptnes 02/09/2014
Director, Deparimant of Heallh

MO B30-0771 {7-80) Lab, 4 {n7-93)




